The article analyzes the possibility of gas chromatography use for determination of sorption capacity of adsorbents on the example of activated carbon BAC-A. The offered method provides the use of gas chromatograph with flame-ionizing detector and with nozzle geyser that is filled with studied adsorbent. At that the isotherms of absorption of substance are constructed by manifestation curve -desorption branch of substance peak on chromatogram.
Introduction
The important parameter of exploitation properties of adsorbents, used in the catchers of aromatic substances of secondary vapor of juices and their extracts, is their sorption capacity. The absorption capacity is established for the concrete substances and expressed in units of mass or volume that can be maximally kept by adsorbent under certain conditions [1] .
The static methods of constructing isotherms of adsorption by the weight (by increment of adsorbent mass after adsorption) or volumetric method (by the decrease of adsorbate amount in vapor phase after adsorption) are mainly used to determine the capacity of adsorbents [2] . Besides the static methods, the dynamic ones are widely used, and they allow assess the sorption capacity of adsorbent in time at permanent passing of absorbate flow through it [3, 4] . The dynamic ones include the method of determination of sorption capacity using gas chromatography. This method comparing with aforementioned ones allows establish the necessary conditions of the system "substance-adsorbent" -adsorption temperature, adsorbate concentration, speed of vapors movement through adsorbent and so on. That is why the method of gas chromatography was described and used for constructing isotherms of adsorption for the components that are in certain concentration in vapor phase [5, 6] .
Materials and Methods
The method of determination of sorption capacity of activated carbon was based on the modeling of adsorption process by placing of studied adsorbent in nozzle geyser of gas chromatograph [6] . The metal nozzle geyser-concentrator with diameter 5 mm, length 100 mm was used to construct isotherms of adsorption of gas chromatographic data and to optimize the process.
As it is known, the isotherm of adsorption а=f(C) is a dependence of adsorption value a on balanced concentration of the substance C. That is why the isotherms of adsorption are constructed on the base of integration for all kept volume of substance that corresponds to desorption branch of manifestation curve -peak of substance on chromatogram, presented on [7] (Fig. 1) . Fig. 1 . The curve of manifestation of adsorbed substance, used for constructing isotherm of adsorption: С -concentration of substance in gas medium; h -response of detector signal, mV or cm; t -time of keeping substance, s or cm
The concentration of substance in gas medium corresponds to certain point on chromatographic peak, is proportional to the response of detector signal and is calculated by formula (1):
where K -constant of chromatograph, mmol/cm 3 ·cm, h -response of detector signal, cm. Determination of constant of chromatograph K was carried out using calibration on the base of dependence of peak area S on chromatogram on concentration of the substance q (2) [7] :
where S -peak area, cm 2 , α -gas-carrier speed, cm/min, t -absolute time of keeping substance, cm, w -absolute volume of keeping substance, cm 3 ; u -constant that takes into account chromatogram scale, cm/min.
The constant of chromatograph at gas-carrier speed 27 cm 3 /min and constant u 0,4 cm/min is determined by (2): 6 9 q u 13, 2 10 0, 4 K 4, 4 10 . S 27 43, 4
The mathematical description of equation of material balance of gas chromatographic process [7, 8] was used for determination of the amount of adsorbed substance
where D -coefficient of longitudinal diffusion; χ -share of free cut of adsorbent -ratio of volume of intervals between seeds and the general volume of adsorbent in geyser; С -concentration of substance in flow, mg/cm 3 ; a -amount of adsorbed substance, mg/cm 3 by adsorbent; t -absolute time of keeping, min; α -speed of gas-carrier flow, cm 3 /min; х -distance from the beginning of adsorbed geyser-concentrator for the direction of gas-carrier flow, cm.
Neglecting the diffuse erosion, that is accepting of the instantaneity of establishing balance of adsorption and desorption of substance, and having dependencies а=f(C) and c=f(t), the main equation (4) of chromatography was used in calculations in general form:
where
where V 0 -volume of intervals between the seeds of adsorbent in geyser, L -length of geyserconcentrator [7] .
At internal diameter of geyser-concentrator 5 mm takes place the general case of determination of amount of adsorbed substance a for 1 g of adsorbent according to (6) :
where V s -gas-carrier volume at cross-cut S, g -adsorbent batch, Δ -poured specific weight, g/cm 3 . Thus, the value of correspondent concentration of substance C is calculated by the indication of detector by formula (3). Taking into account the previous equations, the amount of adsorbed substance a was calculated by (7), (8):
where the area of peak fragment was calculated by (9):
The reliable determination of adsorbents capacity was realized at temperature regime, correspondent to adsorption of aromatic substances at residual pressure 0,03…0,07 mPa. The special
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nomogram UOP [9] was used for recalculation of temperature regime of absorption from the residual pressure 0,037 mPa on atmospheric one. Since the stability of ratio between temperatures of boiling in vacuum and at atmospheric pressure is realized under condition of equal amount of vapors. According to the equation (10) the temperature of adsorption is calculated from the lowered pressure on atmospheric one: 2 3 i i i i boil T P P P 1 0, 21 lg 0, 41 lg 0, 004 lg ,
where Т і , Т boil -the temperatures of boiling of equal amount of AS according to TTB curves at the low Р і atmospheric P pressure, K. Thus, the parameters of experiment on determination of activated carbon capacity for aromatic substances are presented in the Table 1 . Table 1 The parameters of experiment on determination of BAC-A activated carbon capacity
Parameter Value
Temperature of evaporator of chromatograph 200 ºС
Temperature of adsorption (thermostat of geyser) 100 ºС
Consumption of gas-carrier 27 cm 3 
/min
Sensitivity of detector 10·10 -10 Amount of AS input 0,1 mg
1. Experimental procedures
The object of research is the activated carbon BAC-A, that has an ability to adsorb the aromatic substances from water vapors, doesn't cause the chemical transformations of aromatic substances at adsorption and desorption, has developed active surface of pores [2, 10] .
The physical-technical characteristics of activated carbon BAC-A are presented in the Table 2 . Table 2 The physical-technical parameters of activated carbon BAC-A
Parameter Characteristic
Specific surface, m 2 /g 700…800
Mean diameter of pores, nm ≤200
Poured density, g/cm 3 0,161
Size of seeds, mm 0,5…0,9
Temperature limit, °С 300
The isotherms of adsorption on activated carbon were determined for such adsorbates as camphor with molecular mass 152,2 g/mol and isoamylol with molecular mass 88 g/mol.
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The experiments were carried out on gas chromatograph Selmichrom-2003 (Ukraine) with flame-ionizing detector. The gas carrier was nitrogen.
The measuring was carried out in following way: the nozzle geyser-concentrator was filled with activated carbon BAC-A, and placed in thermostat of chromatograph, one end was connected with injector and other one with detector, using connecting elements. The aromatic substance was inserted in injector of chromatograph by micro-syringe. The speed of nitrogen flow was established at the level 27 cm 3 /min. As a result the partial pressure of substance in mixture "nitrogen-substance" decreases, its quantity is registered by detector and is recorded as the peak -adsorption. After balanced satiation at fixed concentration of adsorbate, the transmission of nitrogen through the geyser-concentrator continued. At that the emission of adsobate from the surface of adsorbent took place and its amount was recorded as the desorption peak. (Fig. 1) .
The established parameters of experiment ( Table 1 ) allowed receive the curves of manifestation of camphor and isoamylol at passing through the nozzle geyser, filled with activated carbon BAC-A. The value of concentration of substance in gas medium С, μ/ml, and correspondent amount of adsorbed substance a on adsorbentμ/ml were calculated by the points on manifestation curves.
Results
On the Fig. 2, 3 are presented the isotherms of monomolecular adsorption of isoamylol and camphor on activated carbon BAC-A. The constructed isotherms allowed to determine their typicality for Lengmuir's monomolecular adsorption at isoamylol and camphor quantity in gas phase up to 0,1 mg.
The isotherm of adsorption is described by Lengmuir's equation according to (11):
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where a 0 -capacity of mono-layer; р -partial pressure of adsorbate; c-concentration of adsorbate in vapor phase; K 1 -constant that depends on temperature and type of adsorbent and is a constant value for couple adsorbent-adsorbate, numerically equal to adsorbate concentration, at which the half of active centers of adsorbent is occupied [11] . The graphic solution of Lengmuir's equation (11) by transformation of isotherm of adsorption of the type а=f(c) into the direct one of the type с/а=f(c) determine cotangent of inclination angle that is equal to the capacity of mono-layer of activated carbon for isoamylol and camphor.
The results of calculation of specific weight of adsorption capacity of activated carbon are presented in the Table 3 . The relative error at measurement and calculation of the value of specific adsorption capacity of adsorbent was no more than 2,5…2,8 %.
The received data of calculations indicate the difference of specific sorption capacity of activated carbon for camphor and isoamylol that is explained by the differences at "adsorbentabsorbate", interaction seizes and polarity of molecules of camphor and isoamylol.
Conclusions
The results of research allowed to receive the value of specific sorption capacity of activated carbon BAC-A for isoamylol and camphor that has practical importance in calculation of the optimal quantity of adsorbent for adsorption of aromatic substances of extracts, juices. At the same time depending on the fractional composition of aromatic substances and taking into account the selectivity of adsorbents their quantity can be optimized. Thus, the activated carbon is more selective to camphor (103,47 mg/g) than to isoamylol (1,97 mg/g).
Analyzing the realized studies, the following advantages of using gas chromatography for determination of sorption capacity of adsorbents must be noted:
-exactness of method, proved by the high sensitivity of detector of chromatograph; -flexibility of conditions of researches: possibility to change the temperature of adsorption, adsorbent, adsorbate and its concentration in vapor phase.
The disadvantages include: -complexity of calculations for construction of isotherms of adsorption: -complication of the study of adsorption of AS with high boiling temperature by the "erosion" of desorption curve.
Taking into account the aforesaid, the further studies can be directed on widening of spectrum of studied adsorbents and their aromatic substances.
